Test for reproducibility of metered-dose aerosol valves for pharmaceutical solutions.
Seven independent testing sites received metered-dose aerosols containing a standard test solution to assess a newly designed protocol for studying the reproducibility of metered-dose aerosol valves. In accordance with the rather small sampling protocol design, the amount of product dispensed per actuation was measured over the life of the aerosol at designated regions of actuation. A statistical analysis of the data collected at each testing site clearly indicated that the testing protocol is sufficiently reliable and workable for assessing the reproducibility of valve delivery for a given lot of metered-dose valves.